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SIMULATOR CALIBRATION REPORT

This is to certify that the simulator listed below has been examined and tested using

standards traceable to the National Institute of Standards and Technology (NIST) in

accordance to the standards set by the Rules of Missouri Department of Health and
Senior Services, 19 CSR 25-30.

SIMULATOR INFORMATION

Agency: Thayer Police Department
Serial Number: SD 2301
Manufacturer: ~Guth

NVodel Number; 10-4D

CALIBRATION RESULTS

Reference Simulator
Temperature Temperature
34.00 34.0
This calibration was performed with
NIST-Traceable Thermometer SN: 3044447
This calibration was performed by: Brian M. Lutmer
This calibration was performed: (03/12/2014

COPY OF CALIBRATION STICKER

This sinulator has been calibrated according to DHSS specificztions

SIMULATOR SERIAL NO.: $D2301

) EXPIRATION DATE: 03/12/2015
" DATE OF CALIBRATION: 03712/2014
Y . NIT REF. THERM. SERIAL NO.: 304447
‘"”-’Ssﬁm AVERAGE SIM. TEMDP: 00 C

ANALYST INTTIALS: BAML




